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A NEW DISTORTION ANALYZER WITH AUTOMATIC NULLING 
AND BROADENED MEASUREMENT CAPABILITY 

A new audio-RF distortion analyzer has been designed 
which, when roughly pre-tuned, tracks the signal to be 
measured and automatically nulls the fundamental frequency. 
More consistent measurements are thus obtained — and over 
a wider frequency range. 



The total harmonic; DISTORTION 
METHOD of analyzing the effects of sys- 
tem non-linearity lias been popular for 
a number of yeais because of the speed 
and simplicity of the equipment need- 
ed for making the measurement. The 
method is now even more attractive as 
a result of recent developments that 
permit the signal-filtering pari of the 
measurement to be performed auto- 
matic ally. 

A new 5 H/ to-fiOO kHz distortion 
analyzer has been designed with cir- 
cuits that automatically tune the rejec- 
tion filter lo suppress the fundamental 
of the input signal while the remaining 
signal components are measured. I lie 
operator need only tune the filter ap- 
proximately to the null, then switch to 
the automatic mode whereupon the in- 
strument seeks the true null and re- 



tains it. Distortion measurements that 
formerly required patience and consid- 
erable skill, because of (he sharpness of 
the rejection filler, may now be per- 
formed without requiring a high 
degree of operator training. Besides 
simplifying distort ion measurements, 
automatic utillingalso assures accuracy 
and repeatability. es|>ec ially if the test 
signal lends to drift. 

In addition lo automatic nulling. 

the new Distortion Analyzer has other 
refinements made possible by new 
solid-state devices. As a result, overall 
performance of the new analyzer is 
greatly improved with respect to its 

vacuum-tube predecessors. Distortion 

levels lower than 0.0.V,, are easily re- 
solved since the most sensitive range ol 
the distortion measuring circuits is 



0.1";, full s<ale (300 ,,V) and the noise- 
level is less than 23 nV rms. 

The rejection filter tuning range has 
been im leased eonsiderablv beyond 
the audin range in the new instrument, 
the lull range now being 5 Hz to 600 
kHz. In addition, the voltage-measur- 
ing frequency range has been extended 
up to 3 MHz (fig. 2). enabling meas- 
urement of frequency components as 
high as the fifth harmonic of 600 kHz 
signals. 

To reduce interference from power- 
line hum. if present in the signal being 
measured, the Analyzer has a switch- 
able high-pass filter for use with input 
signals higher than 1 kHz. The filter 
attenuates 60-Hz power-line interfer- 
ence by more than 40 dB. Rear panel 
terminals permit operation from bat- 
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Fig. 1- Model 33-IA Distortion Analyzer lias higher sensitivity and 
broader bandwidth than vacuum-tube predecessors. Instrument reads 
distortion directly in percent o/' total signal or in decibels hcloiv total 
signal level. Higher sensitivity of new Analyzer allows Set Level' 1 I00"„ 
or 0 dB) to be placed on 0.3-V voltmeter range (10 dB thus must be 
added to readings when instrument is used as dB meter in Voltmeter' 

mode). 
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Fi(". 3. Elements of Distortion Analyzer. Inst rumen I /unctions us broad- 
band calibrated ac voltmeter in 'Voltmeter' mode and as signal level indi- 
cator in 'Set Level' mode. In ' Distort ion' mode. Rejection Amplifier can 
be tuned to suppress fundamental frequency of input signal, permitting 
comparison of distortion components leeel to total signal level. 



teries should ii be desired to eliminate 
ground loops arising from power line 
inten onnects. 

I lie new instrument also has an ftF 
detector to enable distortion measure- 
ments of the modulating waveform on 
die earlier ol AM radio transmitters. 
A meter with VI' ballistic characteris- 
tics has been designed for use with an- 
alyzers that are to he used for perform- 
ance checks con forming to FCC regula- 
tions. 

CIRCUIT ARRANGEMENTS 

The basic design of die new Distor- 
tion Analyzer essentially follows ac 
voltmeter practice in that there is a 
low-noise impedance converter at the 
input, followed by an attenuator, a 
broadband amplifier, an ac-to-dr con- 
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Fig. 2. Typical frequency response of neie 
Distortion Analyzer. Upper curve shows 
response of meter to constant amplitude 
input signal with Distortion Analyzer in 
Voltmeter' mode. Response is within 2"'„ 
(02 dB> throughout .5 II: 11 Mil: range. 
Lower curve is with instrument in 'Set 
Level' mode. As shown, response is Pat 
considerably beyond .5 lli-HOO l.ll: re/ei-- 
tion filter tuning range. 



verier, and a meter, as shown in the 
block diagram ol I- iu- S. The tunable 
reje< i ion amplifier is switi bed in oi out 
as recpiircd. 

The impedance convener uses a 
licld-cilc< i transistor (I'd' I) to obtain 
exceptionally high input impedance 



and a noise level that is less than 25 j»V 
referred to the input (with input 
shorted). The FET input circuit is 
bootstrapped to insure that the input 
imped. mie has high linearity and that 
the gain ai the input of the converter 
is independent of source impedance. 



TOTAL HARMONIC DISTORTION MEASUREMENTS 



Total harmonic distortion (THD) meas- 
urements are made by applying a sine wave 
signal of high purity to the input of a sys 
tern under test while the distortion analyzer 
measures the system output. A tunable 
notch filter in the analyzer suppresses the 
signal fundamental, leaving the distortion 
components to be measured by the analyz- 
er's voltmeter circuits. The ratio of the 
measured distortion components to the 
total signal output, including fundamental, 
is defined as the distortion and can be read 
directly on the meter. 

The method is fast in that it is only 
necessary to establish a reference level with 
the filter switched out, and to then make a 
reading with the filter, tuned to reject the 
fundamental, in the circuit. The measure 
ment may be made quickly at several fre- 
quencies within the passband of interest, 
one of the major advantages of the THD 
method. 
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Viewing the distortion products pre- 
sented at the distortion analyzer output 
terminals can also provide considerable 
supplementary information about system 
performance (see photo above). Small os 
dilations or discontinuities that may not be 
noticeable on the total waveform are seen 
on the oscilloscope display of the residuals. 
Noise, hum, and other nonharmonically 
related interference can also be identified. 

Distortion analyzers also provide other 
information about the performance of a 
system. Gain or loss, frequency response, 
and noise may be measured, using the in- 
strument as a broadband ac voltmeter, at 
the same time that distortion measure- 
ments are made. 
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The load resistors for die FET and the 
second stage arc also bootstrapped, all 
within an overall negative Feedback 
loop io achieve high loop gain and 
therefore high linearity For the im- 
pedance converter transfer characteris- 
tic. This insures that the converter in- 
troduces negligible distortion into the 
signal. 

The broadband meter amplifier also 
uses a large feedback factor for lin- 
earity and gain stability. The ac-to-di 
converter circuit is of the type wherein 
each diode conducts for a full half- 
cycle. The meter thus responds to the 
average value of [he waveform but it is 
calibrated to read the tins value o| .1 
sine wave. Ordinarily, any difference 
that may exist between the average-re- 
sponding meter indication and the 
true mis value is small 1 and of little 
concern since the majority ol (listen - 
tion measurements are of a relative na- 
ture. If the true rms value of the resid- 
ual waveform is desired, however, it is 
readily found bv connecting an rms- 
respomling meter to the OUTFIT) h i 
minals of the analyzer. 

The OUTPUT terminals supply a 
voltage that is proportional to the cur- 
rent supplied to the meter rectifiers. 
The output is taken from the calibra- 
tion network in the leedbae k c iic uit of 
the meter amplifier and thus, at fre- 
quencies up to kHz. the output 
wavelonn is not subject to the diode 
crossover distortion that has been c har- 
acteristic of earlier average-responding 
circuits. Maximum output. Corre- 
sponding 10 lull-scale meter deflection 
is 0. 1 V rms. 

' Bernard M. Oliver, 'Some Effects of Waveform on VTVM 
Readings.' 'Hewlett-Packard Journal,' Vol. 6, Nos. 8, 9, and 
10, April. May, 1955. 



alone With feedback 



Fit;. 4. Rejection amplifier has 
Wien bridge in interstage cou- 
pling network to suppress 
fundamental oj input signal 
when instrument is in Dis- 
tortion' mode. In 'Set Level' 
mode, one corner oj bridge is 
grounded and signal is cou- 
pled through with no frequency 

rejection. Feedback flattens 
response of total amplifier. 



-I Feedback 




REJECTION AMPLIFIER 

During a distortion measurement, 

the fundamental component of the sit; 
nal is rejected by the tunable Wien 
bridge in the interstage coupling net- 
work ol the rejection amplifier (Fig, 1). 
Ii> prevent attenuation of harmonies, 
the distortion analy/er uses heavy feed- 
bat k around the rejection amplifier to 
Batten ihe overall response, except in 
the deepest part ol the notch where the 
Wien bridge attenuation is greater 
than available amplifier Bain* With 
feedback, sharpness oT the null is in- 
c leased, as shown by the clotted line in 
Fig. 5. The notch width isonh 0.007% 
of the center frequency at the -70-dB 
points and the second harmonic is at- 
tenuated typically less than 0.2 dB 
within a Fundamental range of 20 ii/ 
to 20 kHz, while the fundamental is at- 
tenuated mote than 80 tJB. 

AUTOMATIC NULLING CIRCUITRY 

Fhe automatic nulling system is 
based on the phase characteristics of 




Fig. 5. Frequency response 
characteristics across earners 
of Wien bridge with and with- 
out overall amplifier feedback. 
Diagram also shows phase 
plot, which has discontinuity 
from + 90 to —90 at center 
of re/ection notch. 



RELATIVE FREQUENCY 



the Wien bridge, plotted as the clashed 
line in Fit;. ">. As shown, the phase of 
the residual signal ac ross the corners of 
the bridge lags the driving signal by 
'.»il . if the bridge is tuned slightly be- 
low the signal Frequency, and leads by 
!HI if the bridge is tuned above. A 
phase-sensitive detector therefore is 
able to sense any mistiming and indi- 
eale the direction that a collection 
should take. 

Similarly, unbalance in the resistive 
arm ol the bridge results in an output 
signal that is either in phase or 180° 
oui of phase with the driv ing signal, 
depending upon the direction of un- 
balance. Thus, two phase-sensitive de- 
lectors, one with the reference signal 
phase-shifted 90°, are able to separate 
the effects of unbalance in both the re- 
sistive and reactive arms, and to pro- 
side information for readjustment. 

Automatic readjustment is provided 
by photoconeluc tors in (he arms of the 
bridge, as shown in the diagram ol Fig. 
*>. The photoconduc tors in the reactive 
arm arc illuminated by lamps con- 
trolled by the quadrature phase-sensi- 
tive detector. The photoconductor in 
the resistive arm is illuminated by a 
lamp controlled by the in-phase detec- 
tor. The outputs of the phase detectors 
thus adjust the resistance of the photo- 
conductors by means of the lamps to 
bring the bridge into balance. 

The circuits arc able to track fre- 
quency deviations of at least 1%. Typ- 
ical instrument response time is on the 
order of 5 sec otitis for a 1 step change 
in frequency, assuring no delay in the 
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Fig. 6. Rejection amplifier with 
automatic nulling circuitry. 
Phase detectors sense bridge 
unbalance and control intensity 
of lamps to change resistance of 
photoconductors. thus adjusting 
bridge to reject fundamental 
frequency of input signal. 



measurement if the Frequency should 
\ .1 1 \ . 

The bridge is self-coni|>cnsating as 
far as temperature changes are con- 
cerned. The servo action of the auto- 
mata nulling circuitry maintains the 
null at all times, even though photo- 
conductors tend to drift with changes 
in temperature. 

READING DIFFERENCES 

Automatic nulling greatly simplifies 
using a distortion analv/er and makes 
certain that the nidi is retained, as- 
suring accuracy and repeatability. \u- 
tomatii nulling also is less subject to 
certain tuning errors. Tor instance, ex- 
perience has shown that there may be 
slight differences between the null ob- 
tained by manual tuning and that ob- 
tained by use of the 'Automatic' mode. 
This can occur if the phase of the har- 
monics is such (hat a small amount ol 
fundamental reduces the total area of 
the residual waveform. Slight manual 
mistiming ol the rejection amplifier 



may thus result in an artificially low 
null. On the other hand the phase de- 
tectors of the automatic nulling system 
respond primarily to the magnitude of 
the fundamental and do not attempt 
to minimize ihe total waveform passed 
to the metering circuit. Hence, auto- 
matic nulling is less subject to this type 
of error. 

The phase detectors are gated by a 
square wave derived from the funda- 
mental and are thus somewhat sensi- 
tive to the phase of odd signal harmon- 
ies. This can lead to errors although 
the errors are relativeh small com- 
pared lo those that arise from slight 
mistiming of a manually-c ontrolled in- 
strument. The errors that can result 
from the phase of the odd harmonics 
are plotted in Fig. 7. which shows 
maximum circus lo Ik- less than '1 clB. 
A null reading that is 2 clI5 high, when 
the true null is f>2 dB. is the same as the 
difference between II. I", distention and 
0.08%. Typically, the largest reading 
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Fig. 7. Possible differences between manual and automatic nulling depth 
resulting from phase displacement of odd harmonies. Majority of differ- 
ences are less than 1 dB and in practice, seldom exceed '/> dB. 
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A FAMILY OF DISTORTION ANALYZERS 



difference that lias been noted in prac- 
tice is i/ 2 <1B. 

LINEARITY 

The overall performance of the new 
analyzer has been evaluated bv using a 
wave analyzer to measure the distor- 
i ion tliat a typical Distortion Analy/er 
introduces into a signal. For these tests, 
a signal with distortion products at 
least 100 dB below the fundamental 
was applied to the Distortion Analyzer 
input. When the lest signal was set to 

") kl l/. 0.8V cms (100% 'Set Level'}, the 
wave analy/er showed the Distortion 
\naly/er output to have a 2nd har- 
monic (pi kHz) level xi dB below the 
Fundamental. 4 The 3rd harmonic (15 
kH/) was — lOOdB. Bv contrast, any in- 
dication of total distortion lower than 
— 7<i dB is oil the scale Of the Disten- 
tion Analyzer and within the noise 
level. Hence, distortion introduced by 
the Distortion Analyzer in the audio 
range is so low as to not be distinguish- 
able From the noise level. 

With a ">00 kHz input, the wave an- 
alyzer indicated a 2nd harmonic (I 
MHz) level of - 7R dB and a .'ltd bar- 
monii (1.5 Mil/) of — 70 dB showing 
that even at 500 kHz. harmonics in- 
troduced by the distortion analyzer are 
of very low order. The distortion an- 
alyzer leading in this case was 71 

dB. 

WAVE ANALYZER PRE-AMP 

Similar measurements confirmed 
that whenever a Distortion \nalvzer tS 
to be used as a filter preamplifier for a 
wave analyzer in the measurement of 
ver) low distortion signals, it should be 
operated at the lowest possible signal 
level. This agrees with the theory that 
when the signal level changes in a sys- 

" In these measurements, the range of the wave analy/er 
reading was Increased 60 dB by setting the Distortion An 
alyjer meter range switch tor highest sensitivity with the 
fundamental nulled out. which mammizes the residual signal 
at the output. 



To 
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Fig. 8. UF detector is untuned ami re- 
sponds to signals within range of 580 
kHz to 6.5 Atllz. Demodulated signals 
are attenuated abore 100 kHz to pre- 
vent RF carrier feed-through. 



Distortion Analyzer described in accom 
panying article is one of four new analyzers 
which all use same measuring circuitry with 
wide filter tuning range (5 Hz to 600 kHz) 




tern that is not absolutely linear, the 
amplitude of the harmonics varies at a 
greater rale than the fundamental. - 

lii obtain tjuantitativc inhumation 
about the relation of harmonics t<> sig- 
nal level, the Distortion Anahzet si \- 
sirivnv vernier control, which Follows 
the Impedance Convener, was set to 
the maximum position, thus allowing 
minimum signal input to the Imped- 
ance Converter. Willi a 0.3-volt (100% 
Set Leu I ), Vkflz input, the 2nd har- 
monic in the Distortion Analyzer out- 
put measured SI e|B below the fun- 
damental. When the input Signal leve l 
was c hanged tOO.l V (30% Set Level'), 
the 2nd harmonic measured — !H dB 

with respect to the fundamental, a rela- 
tive improvement <>l 7 dB and a total 
change ol 17 dB with tespect to the 
original 0.8-V input level. Since theorj 
showed thai the 2nd harmonic would 
change 20 dB fot ea. h 10 dB . hange 
in signal le vel, one would expect a net 
change ol 10 dB wilh lisped to (he 

new signal level. Lite measurement did 

uol quite coulorm to this rate of 
change because two independent eh- 
i nils were involved, the Impedance 
Convctiei and the Rejection Amplifier. 

Measurement of the 3rd harmonic 
showed a le ve l ..I —100 dH with re- 
spect to the O.S-VOll 5 kHz input signal, 
and 110 dB with respect to the 0.1 
volt input. Theory indicated a 20-dB 
improvement but the actual change 
was — 10 dB, again for the same rea- 
son. Nevertheless, these measurements 
showed that the performance ol a dis- 
tortion analyzer can be enhanced b> 
selling the 'Set Level' relerenec- at val- 
ues lower than 100%. 

RF DETECTOR 

The broadband RF detector in the 

new analyzer is untuned and accepts 

'Charles R Moore. 'Two Ways to Measure Distortion.' Elec- 
tronics, Vol. 30. No. 70, Oil. t. 



and broad voltmeter frequency range (up 
to 3 MHz). 

For applications where lower initial cost 
is more important than speed and conven 
ience of automatic nulling, Models 331 A 
(photo) and 332A have precision mechani- 
cal drives for accurate manual tuning with- 
out automatic nulling (switched high-pass 
filter is also omitted). Model 332A has RF 
detector but Model 331A does not. 

Model 333A is identical to Model 334A 
Automatic Nulling Distortion Analyzer ex 
cept that RF detector is omitted. 









-3d 


B- 



























































100Hz 1kHz 



Fig. 9. SwHchable high-pass filler atten- 
uates power line hum more than III dli. 
3-dli rut -off point is at 100 Hz. 

RF signals greater than I volt within a 
range ol 550 kHz to 65 MHz. In the 
broadcast band (550-1600 kHz), the 

eletectoi introduces less than 0. dis- 
tortion into signals carried on 3-8 V 
t ins carriers modulated 30% (sec Table 
I). The ac input impedance of this 
eletee lot is summarized in bible II. 

A schematic 6i the RF detector is 
shown in Fig. 8. The Filter, a 6-pole 
Butterworih tvpe. (tils oil above 100 
kHz. allowing the ">tli harmonic of a 
20 kHz audio signal to be included in 
the measurement. Fiber response is 
down 7" dB at 500 kHz, however, pre- 
venting feedthrough of RF carriers 

that ate near the low end of the broad- 
c asl hand. 

BATTERY OPERATION 

"let initials on the tear panel connei I 
to the power supplv regulators within 
the new analyzer, permitting the in- 
strument to be operated From batteries 
where it is desired to eliminate ground 
loops arising from power-line intercon- 
nects. Two batteries are required, each 
within a voltage range ol 28 id ">0 volts, 
and eac h capable ol supplying HO m.V 

The switched high pass filter in the 
Automatic Nulling Distortion Ana- 
lyzer removes any ac pickup that may 
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TABLE I. DISTORTION INTRODUCED BY RF DETECTOR 



Frequency 


550 • 1500 kHz 


65 MHz 


Carrier level 


1 V 


3-8V 


1 V 


3 8V 


THD at 30% modulation 
THD at 100% modulation 


- 48 dB 

- 28 dB 


- 58 dB 

- 44 dB 


-38dB 
- 25 dB 


- 46 dB 

- 33 dB 



TABLE II. INPUT IMPEDANCE 
OF RF DETECTOR 



Frequency 
(MHz) 


INPUT IMPEDANCE 


Real component 
(ohms) 


Reactive component 
(pF) 


1 


1.6 k 


20 


5 


450 


20 


10 


1.9 k 


16 


25 


1.1 k 


13 


50 


300 


21 



interfere with the measurement, As 
shown in i In - diagram <>f Fig. 9. the 
filtei has WB point ai 400 H/ and 
;m 18 dB pet octave roll-off. it attenu- 
ates 60-Hz hum components i>y more 
than 16 (IB. 
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SPECIFICATIONS 
-hp- 

MODELS 331A, 332A, 
333A, AND 334A 
DISTORTION ANALYZERS 

DISTORTION MEASUREMENT RANGE: Any 

fundamental frequency. 5 Hz to GOO kHz 
Distortion levels of 0.1% - 100% full scale 
are measured in 7 ranges. 

DISTORTION MEASUREMENT ACCURACY: 

Harmonic measurement accuracy: 

For fundamental of less than 30 V at input: 



RANGE 


Ma.iroum Errof 


±311 


I 6*. 


± 12% 


100% -0J% 


10 HI ■ 1 UK! 


10 W 1 «KJ 




0.1% 


M Mj 300 l»l 


10 Hi ?C0«HI 


P H; . .• VH; 



For fundamental of more than 30 V at input: 



RANGE 


MMitnum Error 


± i* 


±6% 


± 12% 


100* -0JV 


10 Mr - £0 Ml 


10 Hi - SW iHi 


10 Hi - J MM/ 


O.I\ 


X Hi ■ 300 ut; 


» Hi • HO Wl 


10 Hi - 11 Wit 



Elimination characteristics: 

Fundamental rejection: >80 dB 
Second harmonic accuracy for a 
fundamental of: 

5 to 20 Hz: better than ± 1 dB 
20 Hz to 20 kHz: better than ± 0.6 dB 
20 to 100 kHz: better than - 1 dB 
100 to 300 kHz: better than - 2 dB 
300 to 600 kHz: better than 3 dB 

Distortion introduced by Instrument: 

< 0.03% from 5 Hz to 200 kHz 

< 0.06% from 200 to 600 kHz 

Meter indication: proportional to average 
value of sine wave. 

FREQUENCY CALIBRATION ACCURACY: 

Models 331A and 332A: 

Better than i 2% from 10 Hz to 200 kHz 
Better than - 3% from 5 to 10 Hz 
Better than -J 8% from 200 to 600 kHz 



Models 333A and 334A: 

Better than ± 3% from 5 Hz to 200 kHz 
Belter than 1-8% from 200 to 600 kHz 

INPUT LEVEL FOR DISTORTION MEASURE- 
MENTS: 0.3 V rms for 100% Set Level or 
0.245 V for 0 dB Set Level (up to 300 V may 
be attenuated to set level reference). 

VOLTMETER RANGE: 300 /;V to 300 V rms full 
scale (13 ranges) 10 dB per range. 

VOLTMETER ACCURACY (using front panel in 

put terminals): 



VM RANGE 


Maximum Error 


±2% 




300 *V 


MHf X0>M.' 


ZOHt M0»Mi 


1 tM - » V 


10 He • 1 MH( 


S M; - 3 MHf 


100 V - JM V 


:s h: • M0 Wl 


SW- MO iH/ 



NOISE MEASUREMENTS: Voltmeter residual 
noise on 300 wV range: < 25 nV rms, when 
input is terminated in 600 ohms. < 30 ,.v 
rms when terminated with shielded 100 K 
resistor. 

INPUT IMPEDANCE: 

Distortion Mode: 1 Megohm shunted by less 
than 60 pF (10 megohms shunted by < 10 
pF with hp- 10001A Divider Probe). 

Voltmeter Mode: 1 Megohm shunted by 30 
pF. 1 to 300 V rms: I Megohm shunted 
by 60 pF. 300 ;iV to 0.3 V rms. 
(Input capacitance increased 20 pF with 
rear input modification.) 

DC ISOLATION: Signal ground may ba ± 400 
Vdc from external chassis. 

OUTPUT: Approximately 0.1 V rms output for 
full scale meter deflection. 

OUTPUT IMPEDANCE: 2 kilohms 

AUTOMATIC NULLING MODE 
(Models 333A ond 334A) 
SET LEVEL: at least 0.2 V rms. 

HOLD-IN CHARACTERISTICS: 

• 1 frequency range-manual null tuned to 
less than 3% of set level: total frequency 
hold-in LO.5% about true manual null. >. 10 
through vlOk frequency ranges-manual null 
tuned to less than 10% of set level; total 
frequency hold-in :•: 1% about true manual 
null 



AUTOMATIC NULL ACCURACY: 

5 to 100 Hz: Meter reading within 0 to 4 3 
dB of manual null. 100 Hz to 600 kHz; Meter 
reading within 0 to -f 1.5 dB of manual null. 

HIGH-PASS FILTER: 3-dB point at 400 Hz with 
18 dB-per-octave roll-off. 60-Hz rejection 
> 40 dB. Normally used only with funda- 
mental frequencies greater than 1 kHz. 

AM DETECTOR 
(ModeU 332 A ond 334AI 
DETECTOR: High impedance dc-restoring peak 
detector with semiconductor diode operates 
from 550 kHz to greater than 65 MHz. 
Broadband input, no tuning required. 

MAXIMUM INPUT: 40 V p-p or 40 V peak tran- 
sient. 

DISTORTION INTRODUCED BY DETECTOR (for 
3 8V rms carriers modulated 30%): 
Carrier frequency 550 kHz • 1.6 MHz: <0.3% 
Carrier frequency 1.6 -65 MHz: < 1% 

NOTE: Distortion introduced at carrier 
levels as low as 1 volt modulated 30% 
normally is < 1% 550 kHz to 65 VH: 

GENERAL (All models) 

POWER SUPPLY: 115 or 230 volts ± 10%, 50 
to 1000 Hz, approximately 4 watts. Ter- 
minals are provided for external battery 
supply. Positive or negative voltages be- 
tween 30 V and 50 V required. Current drain 
from each supply is 40 mA (Models 331A 
and 332A) or 80 mA (Models 333A and 
334A). 

SIZE: Nominally 16V 4 in. wide by 5'/, in. high 
by 1 1 '/# In deep behind front panel 

WEIGHT: Net 17*4 lbs. (7.98 kg). Shipping 
23 lbs. (10.35 kg). 

PRICE: Model 331A: $590.00 

Model 332A: S620.00 

Model 333A: $760.00 

Model 334A: $790.00 
Option: 01, Indicating meter has VU charac- 
teristics conforming to FCC requirements 
for AM / FM and TV broadcasting: $15.00. 

C10 331A. C10 332A. C10-333A, CIO 334A. Rear 
input terminals In parallel with front ter 
minals; price on request 

Prices f.o.b. factory 
Data subject to change without notice 
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AN ADJUSTABLE STANDARD RESISTOR 
WITH IMPROVED ACCURACY AND HIGH STABILITY 

A new standard resistor designed in the -hp- Standards 
Laboratory can be set to within ±0.15 ppm of nominal, sub- 
stantially facilitating precision calibration work. 



Standard resistors are used in 
standards laboratories, calibration 
laboratories, and production areas 
for precision resistance measure- 
ments and precision voltage divid- 
ers, and for calibrating precision 
resistance-measuring anil voltage- 
ratio devices. In most standards lab- 
oratories, the working standard for 
resistance measurements is the Na- 
tional Bureau of Standard (NHS) 
type of standard resistor, developed 

■This resistor is used by trie National Bureau of Stand- 
ards as a standard for resistance values greater than 
one ohm. The NBS standard 1-ohm resistor is the 
Ti.uiiui true, developed in lajl 



by E. B. Rosa and described by liiin 

in 1908.* The remarkably long ten- 
ure of this resistor and the many 
thousands now in use show that it 
has been a very satisfactory stand- 
ard lor most applications. But. like 
any other design, the Rosa type is 
less than perfect, and in the stand- 
ards laboratories the need for an 
improved resistance standard has 
!>een recognized formany years. 

A new type of standard resistor 
has now been develo|>ed in the Hew- 
lett-Packard Palo Alio Standards 
Laboratory. The new standards are 



adjustable with a precision of a 
small fraction of I part per million 
(0.0001";,), and are set at the factory 
to be within 1 part per million 
(ppm) of their nominal resistance 
Values, in terms of standards cali- 
brated by the National Bureau of 
Standards. (An uncertainty in the 
NBS calibration gives an overall 
uncertainty of about ±o" ppm in the 
rallies Of the new resistors.) Some 
Rosa-type resistors, on the other 

hand i may differ from their nomi- 
nal resistance values by up to ±60 
ppm (wiih similar uncertainties). 
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The principal dilfcrcn<e between 
the new resistors ami older types is 
their adjustability. Accuracy re- 
quirements ol I ppm or belter are 
now common lor resistance meas- 
urements and voltage dividers in 
standards laboratories. Since the re- 
sistance of a typi< al Rosa-type stand- 
aril ma) differ from its nominal 
value by as much as ±50 parts per 
million (ppm). and no provision is 
made lot subsequent adjustment, 
corrections must be applied when- 
ever these resistors are used in appli- 
cations requiring accuracies of Un- 
order of I ppm. The correction is 
different for each resistor, which 
means that considerable calculation 
maj be required, especial!) when 
several Standard resistors are in- 
volved, as they are. for example, in 
precision voltage dividers. 



The new -hp- design, on the other 
hand, is much simpler to use. These 
resistors can be set to within 0.15 
ppm of the desired resistance* value. 
Nearly perfect voltage dividers can 
be synthesized by setting several re- 
sistors, say 10, equal to each other 
within ±0.15 ppm. and selecting an 
average one of the I" lor the bottom 
resistor ol the div ider. Provided 
that no temperature changes occur, 
the accuracy of the resulting ratio 
ol iii to I will be bettei than that 
of the individual resistors bv an 
older ol magnitude, i.e. ±0.015 
ppm.' More important lor the user, 
this act uracy can be obtained with- 
out i all illations of any kind. 

The new resistors are now avail- 
able in nominal values ol 100 ohms. 
I kilohm, 10 kilohms, and 100 kil- 

ohms. Additional Values to be avail- 



able in the near future will be I 
ohm. 10 ohms, and I megohm. 

CONSTRUCTION 

Both the -hp- resistor and the 
Rosa resistor are wire-wound resis- 
tors in which the resistance element 
is a coil of resistance wire supported 
by a cylindrical form. However, 
there are three major differences in 
construction, hirst, there is no brass 
form in the finished -hp- resistor, as 
i here is in the Rosa-type; instead, 
the coil and two layers <>i polyestei 
form a thin self-supporting shell. 

Second, the -hp- resistor is adjust- 
able: a trimming potentiometer and 

assoiiated resistance < <>ils are added 

io the basic resistance * « » 1 1 to permit 
precise setting of the final value. 

1 'Establishing Ratios lo One Pari in Ten Million,' 'JRl 
Precision,' Vol. IV, No. 1. June, 1961 



(a) 




1» 



(c) 





Fit;. L Construction details of new adjustable -hp- standard 
resistor, (a) Thin polyester film is placed over temporary 
brass form /center). Resistance coils are wound on this as- 
sembly and a second polyester film is slipped over the coils. 
Then segments (r) of form are removed, leaving coil-and- 
polyester 'sandwich' (If. lb) Main resistance coil, trimming 
potentiometer, and associated coils are attached to header 
and terminals, then sealed in brass case filled u ith moisture- 
free oil. (c) Top view of header, showing thermometer well 
in center. Photograph at top of page S slum s completed re- 
sistors. Values now available are 100 ohms and I. 10. and 
100 kilohms. 
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lOOfl 



Mam Resistance 
Coil 
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Fig. 2. Circuit diagram of adjustable 
standard resistor. 

Third, the ticm-iucta lli< materials 
used in the- -hp- resistor are mod- 
ern plastics, which are considerably 
more inert than the phenolic, hard 
rubber, cotton, and silk used in the 

older resistors. 

Fig. 1 is a series of views showing; 
the construction of the new resistors. 
The completed resistors, hermeti- 
cally sealed in their oil-filled hi ass 
cases, are shown in the photograph 
at the top of page 8. 

The completed winding actually 
has several sec lions. Fig. 2 is a wil ing 
diagram, showing the main coil R, 
in series with the additional coils 
and the 50-olun potentiometer. The 
value of R_. varies with R,. so that 
the same 50-ohm pot gives a range of 
adjustability of about ±25 ppm lor 
all resistance values. 

SETTABILITY 

The adjustability of the new 
standard resistors makes it possible 
to set one of them ecjual to a refer- 
ence standard. 0) to sei several of 
them ecptal to each other, with great 
precision. The precision with which 
thev cm be set is a function of 



the resolution of the wire-wound, 
50-ohm trimming potentiometer. 
I he minimum adjustment, or reso- 
lution, ol this potentiometer is 0.2 
to 0.8 PI""- Which permits the re- 
sistor lo be adjusted to within ±11,1 
to 0.15 ppm ol I he nominal resis- 
lauc e. 

The high-quality wire-wound po- 
tentiometer tan be adjusted with a 
screwdriver to c hange the resistance 
of the standard by ±25 to ±30 ppm. 
because I lie range of adjustability 
is small, the stability and thermal 
characteristics "I the standard are 
not appreciably aliened by the pres- 



ence of the potentiometer. Access lo 
the adjusting screw is guarded by a 
removable plug screw which can be 
sealed with laccpier if desired. 

Settability of the -hp- standards 
is especially significant when preci- 
sion voltage dividers are needed, as 
is oltcn the case in standards labora- 
tories. Precision divideis can be syn- 
thesized by a simple matching proc- 
ess, and can be used in normal 
operations without calculating am 
correction (actors, lb form a two- 
decade divider, ten resistors of the 
same nominal value e an be male lied 
to each other: then each ol nine rc- 



10k m 10h 



100k 



100k 



100k 



100k 



Values in ohms 




Fig. 3. Schematic diagram of precision collage divider shown on 
rarer. Didder consists of 46 adjustable standard resistors in con- 
stant-temperature oil bath, and is used by -hp— Stund<irds Labora- 
tory to calibrate JCelvin-Varlev collage dividers ami other precision 
instruments. Adjustability of resistors permits precise setting of 
ratios and eliminates many calculations. 
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sistors oi the next higher decade 
value can Ijc matched to the sum <>l 
the first ten. This process can be car- 
ried lurcher to make .is manv dec- 
ailcs as desired. 

The cover photograph shows a 
precision 5-dccade diviiler designed 
am! built in (he -hp- Standard Lab- 
oratory; I lie divider consists of 46 
resistors in a constant-temperature 
oil bath. This precision divider is 
used by the Standards Laboratory, 
in calibrating universal ratio sets, 
vol i boxes, and Kelvin-Varley volt- 
age divide) s. and in many other ap- 
plications. Because of the physical 
arrangement and the adjustable 
standards, many operations which 
previously were tedious and time- 
consuming tan now be performed 
quickly, accurately, a nd i onven- 
iently. (See Fig. 3 for a schematic 
diagram ol the arrangemeni shown 
on the rover.) 

STABILITY 

Stability of a resistor is the per- 
i entage i hange in its resistance over 
a specified period of time, usually 
one year. Stability data currently 
available for -hp- standard resistors 
are based upon 3 to 1-month tests ol 
groups of 10 resistors, and indicate 
thai the new resistors have maxi- 
mum drifts ol 5 to 8 ppm /'year. Typ- 
ical drifts are specified as 3 to 5 
ppm /year, depending upon the re- 
sistance value. This compares favor- 
ablv with older standards, which 
drift an average 8 ppm vear.- 

Longer tests of larger numbers of 
resistors will be necessary before the 
long-term stability of the new stand- 
ards is known with certainty. How- 
ever, it is significant that the new 
resistors can be readjusted to com- 
pensate lor drift, and litis is not pos- 
sible with older types. 

THERMAL CHARACTERISTICS 

The resistance of a wire-wound te 
sisior is a dilution of the tempera- 
ture of the wire. This temperature 

» J. I. Thomas, 'Precision Resistors and Their Measure- 
ment,' National Bureau of Standards Circular 470, 1948, 
p. 10. 



can change, either because of the 
sell-heating which accompanies cur- 
rent Bow in the wire, or because ol 
variations in the ambient temper' 
a ture. 

Fig. I shows how the resistance of 
a typical sample of resistance wire 
varies with temperature. Notice lite 
relatively II. it portion ol the curve 
near room temperature. FOr 15 or 
I'" C on either side of the (enter of 
this flat spot, the resistance can be 
described accurately by the formula 

R T =R S ,| l+„(T-25)+/?(T-25)-'| 

Where R T is the resistanc e at I G, 
R i~ the resistance at 25 C. and « 

and ft are temperature coefficients 
which are determined experimen- 
tally lor each resistor. 

In the new -hp- standards, the 
wire is Kvanohm (75".', nic kel. 20' 
chromium, 2.5^ aluminum, 2.5\ 
copper) with typical values of ,» be- 
tween 0 and -}-2 ppm ' Kvanohm 
wire has high resistivity and a tela 
lively flat resistance v s temperature 
curve, and is stable and insensitive 
to moisture. 

The temperature coefficients («) 
ol older standard resistors ate typi- 



cally 5 ppm/°C 01 higher. One of 
the reasons for this large a is that the 
brass form expands when its lempet- 

ature rises, and this stresses the re- 
sistance wire and causes its resistivity 
to c hange. This problem is greatly 
reduced in the -hp- resistors. Wire 
si ivss is much smaller because the 
thin polyester form does not stress 
the wire, and because care is taken 
in the- winding operation to mini- 
mize the tension on the wire and to 
avoid twisting or straining the wire. 

As a result, the effee tive temperature 
coefficients of the new resistors are 
very nearly those ol the wire alone. 

Fig. 5 shows resistanc e-vs-t ime 
( ui ves for tWO types of standard re- 
sistors. Both weie wound from the 

same wire, but on different forms. 

The tests were 31 minutes long, and 
the power level was 0.1 W. which is 
a common level lot resistance meas- 
urements. 

Fig. 5a is for a resistor with a brass 
form similar to that used in the 
Rosa-type. The apparent teni|>era- 
ttire coefficient a for this resistor was 
about -)-7 ppm, C. Fig. 5b is for a 
resistor with a form consisting of 
one- layer ol polyester under the re- 
sistance wire and one over, like the 
form used in the new standard re- 
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Fig. 5. Changes in resistance values 
o[ standard resistors due to self- 
healing, showing effects of type of 
form on which coils are wound, (a) 
is for resistor with brass form, as in 
Rosa-type standard resistor, tb) is 
for polyester form . as in -hp- type- 
Both resistors were wound oj same 
wire and power levels were both 0.1 
W. (Note expanded time scale for 
first 6 minutes.) 
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sistors. The coefficient « for (his re- 
sistor was about -(-1.5 ppm/' C. very 
dose to the temperature coefficient 
ol the wire alone. 

At a power level ol 0.1 VV, the new 
resistors reach thermal equilibrium 
in oil at a temperature which is 
about 0.5 l C above their initial 
value. This results in a maximum 
resistance change ol about I ppm. 

Another thermal effet I which can 
be troublesome in resistance meas- 
urements is the generation within 
the resistor ol thermoelectric volt- 
ages due to junctions between dis- 
similar metals (e.g.. Evanohm-c op 
per). In the new resistors, careful 



attention has been given to elimi- 
nating these voltages by balancing 
them out. 

TRANSIENT PERFORMANCE 

W hen voltage is applied to a 
Wheatstone bridge circuit which 
contains a Rosa-type standard re- 
sistor in one ol the arms, there is 
often a large swing of the galvanom- 
eter pointer, followed bj a slow re- 
covery towards B steady-state indica- 
tion. A typical swing for a 10-kilohm 
resistor may lx- 10 to 50 ppm, with 
a recovery time ol hall a minute or 
more. The effect is smaller on l-kil 
ohm resistors and hardly noticeable 



for resistances ol 100 ohms or less, 
but is larger for resistances greater 
than 1 0 kilohms. 

Although this phenomenon is 
often called 'inductive kick.' stand- 
ard resistors are usually wound so 
as to reduce indue live effects, and a 
10-kilohm coil on a brass loiin acis 
more like- a capacitance ol 500 lo 
8300 pF. (The -hp- type, with its 
polyester form, has a capacitance of 
about 12 pF and an inductance of 
a few millihenries;) Charging ol this 
large winding capacitance rertaiuh 
contributes to the galvanometer 
swing. However, the time constanl 
of the typical recovery towards null 
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Fig. 6. Changes in resistance val- 
ues of standard resistors at pou er 
level of 0.1 W. I a) Rosa-type resis- 
tor before cleaning of header. 
(It) Same resistor after header was 
cleaned, showing that many tran- 
sient effects are caused by electro- 
chemical cell formed on header by 
impurities, (c) -hp- type (Serial 
No. 0018) after two years service, 
shott ing that contamination has 
been eliminated by use of inert 
materials. (Note expanded time 
scale for first 6 minutes.) 
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Fig. 7. Typical recorder traces of transient 
foliages across headers of 5 standard resis- 
tors. With resistance coils disconnected, 
headers a cre charged to 30 V. then a cre 
allowed to discharge through SO kilohms. 
Resistors A. ('. I). E are Rosa-type: resistor 
B is -hp— type. Headers li anil F. slum only 



capacitance-charging effects. Others show 
long-time-constant transient known as 'in- 
ductile hick'. Results show this is due to cell 
formed on phenolic headers by impurities, 
not to reactance of resistance coil. Vertical 
scale 2.5 /iV per dieision. horizontal scale 
2 in per min. 



is too long to be caused by the 
charging of even a .'WHI-pF capaci- 
t.inc c. 

Studies of this phenomenon whi< li 
have been undertaken by the -hp- 
Standards Laboratory have led to 
the conclusion thai its principal 
cause is the formal ion of a small 
cell, or battery, on the surface of the 
header in the older type of standard 
resistor. Chemical analysis of scrap- 
ings from phenolic headers which 
have been in use for several sears lias 
shown that ihe s< rapings contain rel- 
atively large amounts of calcium, 
silicon, magnesium, lead, and iron. 
The electrochemic al cell formed on 
the header l>\ such substances can 
cause almost unpredictable tran- 
sient effects. 

Fig. li shows the performance of 
two standard resistors in .11-niinute 
lesls. Curve (a) is for a typical Rosa 
standard which had been in service 
lor a number of vears. Curve (b) is 
lor the same resistor after the header 
had been scrubbed' The erratic l>e- 
havior of curve (a) was greatlv re- 
duced by cleaning the header, indi- 
cating' that chemical deposits are in- 
deed responsible for some of the 
transient behavior of older standard 
resistors. The resistor used in this 
test began to behave erratically 
again about six months after it was 



cleaned, and a second c leaning again 
restored ils stability. 

To eliminate the contaminants 
that were present in older types, the 
non-metallic parts ol the new tesis- 
tors are made of modern plastics 
whic h are chemically inert. Polycar- 
bonate. nylon, and polyester are 
used as Structural elements, and 
lormvai insulation is used on all 
metal parts so that none of the re- 
sistor circuitry is in contact with 
the oil. 

Curve (« ) of Fig. 6 is for a typical 
-hp- standard resistor which had 

SPECIFICATIONS 

-hp- 

SERIES 1 1 100 
STANDARD RESISTORS 



RESISTANCE: 

-hp- Model 
11102A 
11103A 
11104A 
11105A 



Resistance 
100 ■_' 
1 k!l 

10 ki: 

100 Wl 



LIMIT OF ERROR: Calibrated at rated 
power (25"C) to within 6 parts per 
million (0.0006 %) with reference to 
the legal ohm maintained by the Na- 
tional Bureau of Standards 

STABILITY: Drift in ppm/yrl. 

11102A 11103A 11104A 11105A 

HOO'J) (1 k'J) (10 k!.-) (100 k'J) 



Rated 
Typical 



3 

<10 



3 

<10 



3 

<15 



5 

<20 



TEMPERATURE COEFFICIENT: 

Typical: -^ppm/^' 
Rated: ±4 ppm/"C 



been in set \ i< e for abi iui two years. 
In c out tast to the older type, it 
showed no erratic behavior at all. 

Ihe theor) thai 'inductive kick' 
is c a used bv the formation of a small 
tell on the header was further veri- 
fied by the results of tests involving 
the headers alone. The headers of 
several l()-kilohm standard resis- 
tors, both Rosa-type and -hp- type, 
were disconnected from their resist- 
ance COils and charged for several 
minutes with .SO volts between their 
terminals. The headers were then 
carefully transferred to the input 



Included with each standard resistor 
are Alpha and Beta values used to cal- 
culate the resistance of the standard at 
temperatures other than 25'C. 

POWER RATING: 0.1 watt 

ADJUSTMENT RANGE: 25 ppm 

Resolution: 0.3 ppm 

CONNECTIONS: Four terminal. NBS- 
type. oxygen-free copper, nickel- 
rhodium plated. 

DIMENSIONS: 

Maximum envelope: 3% in. x 2 in. 

x 6 in (85,7 mm x 50,8 mm x 

152.4 mm) 
Case: 2 in. diam. x 4 5 i in. high iSO.8 

mm x 117.5 mm) 
Thermometer well: 0-302 in. diam. 

(7,7 mm) 

WEIGHT: Net: 1.3 lbs (0 58 kg) Ship- 
ping: 2 lbs. (0,9 kg). 

PRICE: $75.00 each. 

Prices f.o.b. factory 
Data subject to change without notice. 
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PAUL HUBBS 

Paul Hubbs joined -hp- in 1952 
as a microwave development engi- 
neer. He moved to the -hp- Stand- 
ards Laboratory when it was estab 
lished in 1953, and he is now 
responsible for dc and low-fre- 
quency standards in the Corpo- 
rate Standards Laboratory in Palo 
Alto. He was responsible for the 
design of the Model 738AR VTVM 
Calibration System and has de- 
signed many special-purpose in- 
struments. 

From 1941 to 1950, Paul was 
a radio station manager in Portu- 
guese Macao and a flight crew 
member for an international air- 
line firm. 
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Henry Hetzel graduated from 
Haverford College in 1961 with a 
B.S. degree in Physics. After a year 
of graduate study at the University 
of Pennsylvania, he worked for one 
year on instruments for the blind, 
and for two years as a designer of 
biomedical instrumentation. 

Henry joined the -hp- Loveland 
Division in 1965. and is now in 
charge of production of the new 
standard resistors. He is also con- 
tinuing his work towards a Master's 
degree at Colorado State University. 
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Hewlett-Packard Standard Rcaiator Model . 



serial No Calibration No. 

Submitted By Date 



Temperature Uranium*' Uncertainty" 

°C uiotmn % 



• Adjusted to die nominal value of rcautancr between 
wilt a prcvialon uf ■ . porta per indium. 

Accuracy uncertainty with reference lo fti leifal ohm maintained by the 
National Bureau ol Standard*. Wanhinclan D.C. 

Temperature Coefficient*: A ■ 

(See attached sheet lor coefficient equation*) B ' 

Wlierc 

A la X II) 6 ) 

B • I 0 » 10°) 

J. It. liarccna 

Manager. Standards 1-aboratory 



Fig. 8. Calibration report it supplied irilh each standard resistor. 

big thai it was sei to its nominal 
value with .i maximum uncertainty 
<>l ±i> |)|)in. Accuracy ol this adjust 
meni is traceable t<> the National 
Bureau ol Standards, The calibra- 
tion report also gives the tempera- 
ture coefficients tor each resistor, 
.mil ;i self-heating < ut ve (noi shown), 

Whtt li is a lempet aiuie-\ s-time < nr\e 
lt>! the appropriate resistance value 
,ii i powei level ol " I W 
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terminals ol a d< null voltmeter, and 

die nielei readings were re< orded on 
,i strip e hart recorder. The effet live 
resistance in parallel with die head- 
ers was 50 kilohms. 

Fig. 7 -.hows typical recordei 
traces. The initial impulses were 
caused by the discharge ol the 
header i apai itanc es, whit h ate a few 
picofarads with the resistance coils 
disconnected, \lter the initial im- 
pulses^ the Noltages at toss most o[ 

the headers decayed slowly towards 

/em. The cunt's ate roughh expo- 
nential, and have lime constants ol 
hall a minute or mote. This is the 
behavior known as 'inductive kick.' 
This test shows that it is ;i property 
ol the- headei and not ol the tesist- 
ancecoils.antl that it can more prop 
erh he called a cell elle< t! 

CALIBRATION REPORT 

A calibration repori (Fig, s> is 

supplied with each tesistor, certify - 
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EMITTER FOLLOWER 
STABILITY'. <"/''</ from bat k i .»..-. 



Re >",vO> = 



I.O- 




Fig. 3. .4 more useful transistor 
equivalent circuit, valid fur fre- 
quencies 




Fig. 4. Equivalent circuit for cir- 
cuit shown in Fig. I . 



Substituting /, and Z, into Equa- 
tion I .m<l rearranging gives 

rM = 



r, + R, : 

<C, +C t: ) s 



r,,.,.R ,(:,€ ,s- + (r,,.,/,y + /V', I .< 



+ I 

(2) 



l hi' numeratoi and denominator 
polynomials can be separated into 
even .mil odd parts suili iliat- 

v . , _ m, (a) + n, (.s) 
m- : Is) + n-. ( s ) 

The even pan ol Y'tnis) is .given 

by 

m-. — n-..- 

with the real pan resulting when 

> = joi. I IlllS 



(S) 



Re Y', s Uo>) = Ev Y'm(s) 



(I) 



(5) 



5 = jai 



Using Equations 2 through 5, 
the real part ol the driving-point 
admittance can be Found to be 

: M. E. Van ValkenDurg.. "Introduction Id Modern Net 
won* Synthesis". John Wiley & Sons, Inc.. New VWfc, 
I960. Chapters 4 and 8 



1/3,,+ 11 <--, + /?,.) 
I - or [l^AAC, - j^ j r - i (Ct + C t ) {r„.,.C t + «,/;,)] 



I + «|> J 



r.R, 



r. + K, 



For the case where the imagi- 
n.ti \ pan ol the source impedance 
lm Yjjio) is inductive, self-sus- 
lairu-d mm illations will occur at a 
I i't'(|iieiu\ determined l)\ i In- 

source inductance and the tran- 
sistor input c .ipai it.UKc lot the 
condition 



He + Re Y n (jw) « 0 



17) 



Self-sustained usi illations will not 
exist so long as 

Re K.O'to) + Re r", % lj<u) > 0 (H) 

Therefore, oscillations can be 
prevented !>\ controlling either 
Re r'vlj'w) or Re )" n {ji»). oi both. 

II Re Y s (ju) > 0. as is usualK 
the case, stability cau be assured by 
making Rr Y' n ijw) > 0. From 
Equation 6 il can lie determined 
that Re Y n {jw) > 0 so long as 



r;,,R /(■>(■! ' 



(9) 



r, + K, 



ftr^t (li„ + 1 ) r^CS 
' C t CrR, 



where r,C, = constant. Foi 
I 

<"r B —jr , 

Equation l<> can he rewritten as 
r, > -% ^Y^nr (ID 

DESIGN FOR STABILITY 

Equation 10 or II represents 
a very uselul design criterion lor 
assuring the slahililx ol a iapari- 

tively-loaded cmittet follower with 
an inductive source. The dynamii 
cmillet resistance r. is inverseh 
proportional lo the dc cmittet 

( urreni /,.-: 

kT 
r, = — f 



(Ci+C K ) 



where A is the Boltzmann constant, 
T is the absolute temperature, and 
(/ is the electronii charge. At room 
temperature, 

0.02f> 



This means that Equation 10 or 
I I , and then-lore the (ondition 
He r" n (y'(o) > 0. (an he satisfied 

simply by adjusting the d< emitter 
current /,... However, il theemittei 
current needed lo meet this con- 
dition is contradictor) to othet 

design conditions (e.g., at signal 
requirements), then the more 
general ease given hv Filiation 8 
should he considered. 

-GiVnri li. DeBtlla 
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STABILITY OF CAPACITIVELY- LOADED 
EMITTER FOLLOWERS-A SIMPLIFIED APPROACH 

Emitter followers with a capacitive load often oscillate 
when driven from an inductive source. The following analysis 
shows that simple adjustment in bias current will often stabilize 
the circuit. The analysis is rigorous, yet provides a much 
simpler result than is known to have been published. 



Fig. 1. Emitter follower with a 
capacitive load. 

Common-collec tor transistor am- 
plifiers, <>r emitter Followers, are 
useful in electronic systems be- 
cause they have both high input 
impedance and low output imped- 
ance. However, sell-sustained os- 
cillations may occur il the load on 
an emitter followet is capacitive 
and the impedance of the source 
which is driving the emitter fol- 
lower is inductive. 

In ibis article. Stability criteria 
are derived which are useful in the 
design of < apa< itivclv-loadcd emit- 
ter followers. The approach taken 
is that of examining the even or 
real pan of the driving-point ad- 
mittance and determining condi- 
tions for stable operation. Stability 
criteria lor the capacitively-loaded 
emitter follower have, of course, 
been published before, but the 
analyses have not resulted in sim- 
ple, easily-applied results. The 
following derivation is rigorous, 
yet gives a much more easily- 
applied result than is known to 
have been presented previously. 
The result shows, in fact, that a 
simple adjustment in d< emitter 
current can eliminate emiller- 
lollower instability in mam cases. 

EQUIVALENT CIRCUIT 

An emitter follower with a ca- 
pacitive load is shown schema! i< 
in Fig. I . f ig. 2 shows a ver\ com- 
plete equivalent c in uH lor the Iran- 
sistui . 



fig. 3 is a transistor equivalent 
circuit which is valid foi frequen- 
cies up to co r /3, whereto, is the tran- 
sistor short -eircuil current Kain- 
bandwidth produc t in the com- 
mon-emitter (ontiguration. This 
eircuil is a good compromise be- 
tween simplit it\ and at i ura< \. and 
is adequate lor most design work.' 

Using the transistor equivalent 
Circuit of fig. 3, the circuit <>l F ij;- I 
reduces to thai shown in f ig. -I. 
EMITTER FOLLOWER STABILITY 

Conditions lor ihe stability of 
the circuit ol fig, 1 can be found 



'For a thorough discussion ol transistor equivalent cir- 
cuits, see M. S Ghau&i. "Principles and Design ol Linear 
Active Circuits." McGraw-Hill Book Co.. Inc.. New York. 
N.Y.. 196S 



by examining the real part ol the 
driving-point admittance V',\ls). 
f or this anahsis the n ansverse base 
resistance r,,. can be neglected, so 
the real part of Yi\[s) can he con- 
sidered to he the same as the real 

pan of the admittance !%»(*) 

Fig. 4. 
Solving'for Y', y {s) gives 



ty(s) 



1 



Zf + Z, ( i 
where Z K = 



"oZ h ; 



and 



r,,.,.C t: s + 1 



R,.C, s + l 
(com huh (I inside <>n p. 1?) 



r ^ 



1 

1 ''' 


rV C r 




— H> 


1 

J. 

T r t ... : 
1 
1 


r 


X ' 


CVy,. -<~ 

r 


i 
• 


e 



Fin. 2. Transistor hybrid-pi equivalent circuit. 

r Av» r ,v — account i«n bifcsc-widtii modulation effects 

r A , — tr.msvcrse base resist. mi <- 

r, - dynamic emmet reazstance 



Wl = 



a„ - bw frequency tnmtiktur current traasfn ratio foe 
common bate configuration 

P„ — InU' lit't|iirin \ (r.iusislrir t iiitt-til li.inslrt ratio ioi 

common ctniiiei QGHafiKuntiion 
Ca,, Crt, C„ - header capacitances 
C, - coUcctpr-bBtc junction rapacitRndc 

C, = - — C* 

oi, r, 

oji - tnuHteoi slu>ti-i ii, nit current n.nn-i>.imiwidih 

|iiihIih I ill (imiiniin t-ntittrr cofdigiiralinn 

C»» - C, + C,» + C„ 

r '~ — excess phase shift factor 
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